Hepatic abscess following hepatic arterial infusion chemotherapy with an implantable pump.
A patient with an intrahepatic abscess associated with an implantable pump for hepatic arterial infusion for metastatic colonic tumor is described. In view of the increased use of this device, clinicians should be aware of this complication.